Successful coronary stent retrieval from a pedal artery.
The purpose of this article is to report complications from a coronary drug-eluting stent lost in the peripheral circulation. We report the case of successful retrieval of a sirolimus coronary stent from a pedal artery in a young patient who underwent coronary angiography for previous anterior myocardial infarction. Recognition of stent embolization requires adequate removal of the device to avoid unwelcome clinical sequelae.